JBA 1000 DUV Resist Cure Lamp

Manager: Garry Bordonaro  
Backup: Edward Camacho  
Calls to staff phones will be automatically forwarded to their cell phones during accessible hours. At other times leave a message or send them an email.

Safety
- Orange UV glasses are recommended during exposure, but not required
- No buddy system restrictions imposed on normal operation

Process Restrictions
  Material Restrictions
  - Up to 8” wafers

Parameter Restrictions
- None

Scheduling / Sign-up Restrictions
- No scheduling at this time

Requirements (Do Every Time)
- Turn off lamp when finished

Prohibitions (Never Do)
- NEVER Operate without proper eye protection
- NEVER Operate with door open

Common Problems

<table>
<thead>
<tr>
<th>Problem</th>
<th>Root Cause</th>
<th>Solution</th>
</tr>
</thead>
<tbody>
<tr>
<td>Stage does not rotate</td>
<td>Rotation switch in off position</td>
<td>Switch to on position</td>
</tr>
<tr>
<td>Stage does not move under lamp</td>
<td>Door open</td>
<td>Close door</td>
</tr>
</tbody>
</table>

Other Comments or Cautions
- Allow 5-10 min for lamp warmup